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5151 Ward Road
Whesat Ridge 20 300

Telepzhong 13051

Report of Analysis

T Umetco Minerals
P.0. Box 579
4625 Royal Avenue
Nigara Falls, NY 14302
ATTN: D.J. lansen
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Ra 226 Th 232 Th 230 Th 228
Sample pCi/g pCi/g pCi/g pCi/g U
Identification +Precision® “Precision® +Precision¥® iPrecision® re/gm
2446-40-1 14 + 2 36 + 3 15 £ 2 38 + 3 34.7
2446-40-2 33 £ 3 74 + 4 25 + 2 74 £ 4 33.8
2446-40-3%% 4.4 = 1.1 16 + 27 299 + 7 4.0 £ 0.9 7 20.2
2446-40-4%% 7.0 £ 1.4 37 = 3} 466 + 9 14 + 2 j 18.6
2446-40-5 550 = 10 241 = 7 186 + 6 241 = 7 389
2446-40-6 19 = 2 16 & 23 12 = 2 17 + 27y 28.9
2646-40-7 31 + 3 37 + 3! 22 4 2 39 + 3 44,3
2447-41-1 130 + 10 139 + 5 76 + 4 145 + 5 122
2446-41-2 42 £ 3 35 £ 3 19 + 2 35 + 3 68.4
2446-41-3 43 + 3 9.0 = 1.3 6.0 + 1.0 9.3 £ 1.3 24.9
Variability of the radioactive disintegration process
(counting error) at the 957 confidence level, 20
%% Samples 2446-40-3 and 2446-40-4 appear to contain
Th 229 (or similar element with like properties) at
approximately 17 + 2 and 40 = 3 pCi/g respectively.
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